TUCSON POLICE DEPARTMENT

CRIME LABORATORY A\
The undersigned Quality Assurance Specialist, having been qualified
by the Arizona Department of Public Safety for Intoxilyzer 5000

inspection, and having performed such inspections on Intoxilyzer 5000

# _Serial # £b —JOFF9E certifies by her signature:

on _5//3 /0% . witharesultof 4 O0#7 AC. 0. 0FIAC,

and on _@//6/0% . witharesult of p.pRT AC. 0.0F5AC.

this instrument was tested with a known alcohol reference standard.,

and always produced results within the acceptable accuracy limits

(from _0.070 AC. to _0.090 AC) . as defined by R9-14-404.A 3.

No problems were reported concerning this instrument between these

g_p/n_cﬂ_,p(gmb_

Irene Doran

two dates.

ADPS QAS Permit #QAS 29586 (1ssue date 01/08/2004)

SUBSCRIBED AND SWORN to before me

SRy Y. this kf:‘g— .dayof June .2'50‘]{-

YA KiH'ﬂE‘f’;

RITERS S0 - ARIZONA
SIMA COUNTY

3t 4 20048 :
No Public
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TEIS REPORT PREPARED PURSUANT TGO DUTY INP0SED =v
A.A.C. RI-14-404(2)

ARTIZONA DEPANTHENT OF EBEALTE EERATICES

AGENCY Tucson Police ga SpPEcIALTIST Lc’fzf Loraa Y33 )
.

(Brint Namsa)

INTOXILYZER SERIAL #¢f—00¥F7& LOCATION On v
DATE ay /3 H=go0Y% TIME /3D
i
L2 Display reads "READY TO START" or "PUSH BUTTON TO START
TEsE )
DIAGNOSTIC TESTS
OVH Test chack. Satting should ba batwsen 200 ang
600. Mode selection switch S2 on, S1 and 53 off or
keybhocard menu salection "H". Reading is . 5£3 "£ y
z I&j Display Test check. Mode sslection switch 51 on and s2
and 53 off or keyboard menu selection "V,
,&%@j Printer Tast chack. Made sslaction switch S)s 225 53
off or keyboard menu selsction "B
Pl Clock time cheack. Hade selection switch 510 on or
k=vboard manu selection "EN
- Datea check. MHodzs selection switch S11 on or kevbazr=d
manu selection "EN.
QPERATTONAT, 'FESTS
EEEE Alcohial frea subhject Test result 0.000 AC
L Error recognition logic system functioning
Invalid test printed
_th%;:__ Praper sample recognhitlon svstem
Invalid sample printed 45—
Daficient samples printed-&a
N/A Complateness of sample purge with caollection tuba=*=
P Calibration standard O

Results: 0. 2794

Instrument operating praoperly ar
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COMMENTS :

2 Fal
SIGNATURE /_@//711-‘ M

£l 49{ lcohol concentration standard collescted for subseguent
analysis, w»

*WITH OR WITEHQUT VAFOR RECIRCULATION AND WITE OR WITHOUT XEYBOARD
**THIS STEP IZ ONLY REQUIRED IF THIS DEVICE I8 BEING USED FOR
EAMDI.E CAPTURE.

DHS/DSLS/Form C117(Rev.7-93)
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THIS REPORT PREPARED PURSUANT TO DUTY IMPOSED EBY
A.A.C. RI-14-404 (1)

ARTZIONA DEPRRTMENT OF HEALTH BSERVICEE

ETANDARD QUALITY ASBSURANCE PROCEDURES
INTOXILYZER MODEL 500Q0=

ETANDARD CALIBRATION CEECK PROCEDURE @»\

Agency _Tucson Police Department Date 5%[31’{5‘{ WTime {Q:EQ—

Intoxilyzer Serialfbl—00%¥ 795 Location V.

QA Specialist Trenc Dorzl e 33 Y
(Print Nanme)
«&5) 1.7 Pour a standard alcochol solution of known value into a

clean dry simulator jar and assemble the simulator.
Insure that a tight seal has been mades.
Standard valus: 0. OFD AC

{4—) 2. Turn on the simulator and allow the temperatures to
reach 34°C+.2°C.

(WAx) 3. Set Intoxilyzer made selection in the ACA mode by
switching mode selection switch #9 on or selecting "C"
on keyboard maenu.

%2Y) 4. Attach simulator to the simulator entrance port on the
Intoxilyzer.

a4yt 5. Intoxilyzer 5000 display reads "READY TO START" or
WPUSH BUTTOH".

k) 6. Push Start Test bution or press enter on keyboard.

7: Insert card in responssa to display.

mﬁh$5%‘ﬁ 8. Air blank counpletead.

9. Calibration check completed.
Test results 0.(JFF+ 0.08( AC

X (%) 10. Air blank completed.

—entos) 11. When display reads Test Complete remove evidence card.
Attach the card to the completed checklist.

(~&&F 12. Return mode selection switch #9 to off position after
all calibration checks are complete or type Q and enter

! on keyboard.
SIGNATURE w,gﬁmi, '(Q'M-dm\ —

*WITH OR WITEOUT VAFOR RECIRCULATION AND WITE OR WITHOUT XEYBOARD

DHS/DSLS/Form C1l6 (Rev.7-93)



Mo TD QETOOA9T TDooms g - —_—— -
TELS ARZPART PRETPAIAZD PURSTANT T4 DOTY THIQSED, av
MA.CL BRI-I14-404.0R)
ARATTAONA DEPAATHMINT OF EZALTE S7FR7Iocs
STANTDARD QUALITY ASSURANCD Dacczasssg
INTOTILYZER MODZEL Sangs ﬁﬁ

Display r=z2ds s ) =T s s ZCSETaha TN D seaks

DIAGHOSTIE TESTS

_héﬂkfr DVE Tast Dertuesan 200 =2n4
-&00. Hode s 1 S ang 83 oS o=
xeyhoard meny sailscticon "E'. Beading is g{z_“/EE i

ﬁ#f%(ﬁ Disglay T=st check. Maods sslsciion suizch 51 on and 57
=mc 530 OFE Oor kayooard many gelactian MY

a2 PraanTaer Test chacs. Hece selsocoron Swlcer S S20 83
off or keyboard menu sslectiagn "2

¥ = Clook tim= check: Mode 'sglaogtion switcn Si0 on oz
kaybgoard msnu sslectian "=¢

Sggg: Data chack Modz sadsction switchd Sit dn ar ksuvoos=—d

ma2ne sa2lscoion “EM

OFZRATIOQHAT, TESTS

T Alcanol Ires subject Test rssulc O 0v0 AC
;Zgé Error recegnition logic system funciioning
i ITnvalid test printad
::éEg Praoper sampls rscagnition syscam
Invalid sample printed
: Daficient sample printsd gz4—
' N/A Completensss of sample purge with ‘collection tuba*=
e Calib on standard 0O 53%5 AC
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SIGNATURE Pe;ﬁé@vuﬁ

e s
g.[“ﬁiﬁ lecohol concentration standard collectad for subssgusi-
analysis.kx '

*WITE OR WITHOUT VADOR RECIRCULATION AND WITE OR WITEOUT XEYSOARD
*«THIS ETEP IS ONLY REQUIRED I¥ THIS DEVICEZ IS SEING USED FOR
BRHMDL.E CRPTUEER.

DHEHS/DSLS/Fora Cc117{Rev.7-53)
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EXRTHTT B

TEIS REPORT FPHREFAIED PUORSUANT To DOTY

A.A.C. R9-14-404(A)

IX¥PogEn By

PRIZONA DEPARRTMENT QF HEALTH BERVICES

ETANDARD QUALITY ASSUHAMCE RROCEDTEZ
INTOXITY IR HODEL S000*

HECK PROCZDUE

T

STANDARD CALIZFEATION

-Q)
i

19

i

e BN |

(0 E

®LTHOOT

ucson Polices Mepgrtment Date é@f {?9{ Time__lééiégir_
er Serialf G0 = Lacatian LLJ
1ist LV ELP ;%ﬂr’ﬂ o 22
(Print Nzame)

Pour a sktandard alcahal saluation of Xnown valus inrtog a
clean ary simalater jar and assemble tThne simulator
Insure -that a tight seal ha=s been oDace

Standsrd wvalue: D.ﬂgﬁ ac

Turn on the simulatar and allow The T=ogeraturs Lo
reach 34°CT.2°C.

set ITntoxilvzer wmode sealection in tha ACA zode by
switching mode selection swyitch #9 ¢on or selecting """
on kaviooard mernun

ittech simulator to the sipulator 2hcsance port on ohe
Intoxllyzer:

Tntoxilyzer 5000 display reads "PEZADY TO STAAT" or
"DUSH BUTTON".

Push ‘Startc Test bution or press entas on Keyhoaxrd.
Inserf card in response to display:

iy blahk connplefed.

caliBration check complstad.

Tast rasults 0.g%3 +0-075 aAC :
Air blank completed. _

when display reads Test Complets remove evidence carc
Attach thea card to the complated checklisc.

Return mada selection switch #3 to off position aft=sr
211 calibration chscks are complete or typs Q and encer
on keyboard

<

VATPOR RBRECIRCULATION AXND WITZ OR KEXYEOARD

CLls

(Rawv.7-=933)



